[Experimental automated system for studying spectral characteristics of tissues in reflected light].
The authors describe a computer-equipped system for spectral examination of tissues during endoscopy. The system is used for evaluation of hemoglobin- and hydroxyhemoglobin tissue saturation and detection of pathological tissues.